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ABSTRACT
All over the world there are millions of people who are living
with long-term motor impairments caused by a stroke or any
other kind of corticospinal tract injuries. The physical reha-
bilitation of these patients is usually slow and demotivating.
In this paper we introduce Kinteract, a novel solution that
applies the paradigm of using motion-based games in the
rehabilitation process, with the added value of providing a
motion sensor server that supports a growing array of mo-
tion sensors (currently Microsoft Kinect, Leap Motion and
Orbotix Sphero) and merge their data into a single proto-
col that can be used for any purpose. The use of different
sensors, even at the same time, allows the rehabilitation of
specific parts of the body. This data can be stored in a
server for physicians to analyse and can clearly reveal the
evolution of the patient in the rehabilitation process.
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H.1.2 [User/Machine Systems]: Human Factors; J.3 [Life
and Medical Sciences]: Health

General Terms
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1. INTRODUCTION
According to the World Health Organization [1], 15 mil-
lion people suffer a stroke worldwide each year. Of these, 5
million die and another 5 million are permanently disabled.
About 80% of people who survive a stroke experience motor
impairments. One such impairment is hemiparesis: a par-
tial paralysis of one side of the body [8]. Hemiparesis usu-
ally causes chronic disability in the upper extremities (arms)
more than the lower extremities (legs). People with hemi-
paresis experience limitations in fine motor control, strength,
and range of motion [2].

Repetitive exercises can provide the brain with sufficient
stimuli to remodel itself and provide better motor control [7].
However, only 31% of stroke patients perform these exercises
as recommended [13], which can lead to an incomplete recov-
ery [9]. Therefore, finding motivating and effective ways to
encourage people with hemiparesis to perform therapeutic
exercises is crucial in helping them achieve a more complete
recovery.

Video games with motion-based input devices may provide
a motivating way to help people with hemiparesis complete
therapeutic exercises and regain lost motor control. Some
research has already demonstrated that potential in game-
based therapy [3][5]. In addition, game systems should mon-
itor and measure users’ motion abilities and detect when
improvements occur in both supervised and unsupervised
settings.

Due to the ever growing set of affordable and commercially
available motion sensing devices, it is now being perceived by
therapists that they may be used for physical rehabilitation
purposes. With this work, the authors introduce a novel
physical rehabilitation solution comprised of several games
that can use different motion sensors (even simultaneously),
being their data provided by a sensor server and using a
common protocol.

2. STATE OF THE ART
The use of IT in physical rehabilitation programs is not new
and is making huge improvements in terms of effective re-
sults.

VirtualRehab [14] is a VirtualWare product developed for
PC that uses Microsoft Kinect to track and capture the
movements of the patients and to allow them to play the
provided games. These games are particularly focused on
the balance, coordination and posture of the patients and
use customized rehabilitation programs to help treat these
physical symptoms. Thanks to a cloud based platform, there
is also the possibility of registering the results obtained each
time a patient plays one of the games so the therapist can be
always supervising his patients’ evolution whether they are
having their sessions at a clinic center or at home. Kinere-
hab [4] is also a Kinect-based system used for rehabilitation
purposes but instead of being used in healthcare centers, it
is used by therapists in public schools. The main goal of
this project is to give students the opportunity of having
a different and less monotonous recovering process and to
give the therapist a useful tool to monitor the students’ in-
formation and progress. REMOVIEM [10] is a very recent
project that is being used in the rehabilitation of patients
from the Association of Multiple Sclerosis of Castellon and
also promotes body movements, tracked by the Kinect sen-
sor, through three motor rehabilitation games that try to
improve the gait, the balance and weight transfer of the pa-
tient. Kitsunezaki et al [6] implemented a solution that uses
the Kinect sensor in a quite different way. This solution is



Figure 1: Kinteract Server Architecture

based on an exercise that requires two sensors and two PCs,
connected via an Ethernet hub, and where the user must
cross the radius of action of both motion sensor devices by
starting in front of one sensor and walking about ten meters
until he reaches the other one. This exercise will allow the
measurement of the step frequency, step length and velocity
of the patient when doing the route, three essential gait pa-
rameters [11], with the help of the system’s PCs that record
the time spent on the exercise. Another different usage for
this device was proposed by Saini et al [12] and consists
in a home-based platform that gathers an online biofeed-
back component to the movement tracking and exercises,
which allows the system to store the patient’s movements
and knowledge result and display them to both patient and
therapist. This type of solution is convenient for the patient
because he can have his sessions at home without the need
of his therapist.

3. ARCHITECTURE
When this project started to take shape, it was decided that
one of the requirements was to have the ability to provide
motion sensor data to any application that implements a
Natural User Interface. Therefore, it was decided to split the
solution in two main components: a motion sensor server,
providing sensor data using a single protocol and through a
common communication mechanism, and the client, in this
case the application that runs the rehabilitation games and
which processes the incoming sensor data. As such, this
model allows the server to be expanded without affecting
the client applications or be reused in different contexts.

3.1 Server
Instead of having to dig deep in the SDK of a specific motion
sensor and limit the support to just that sensor, application
developers can instead use this server and support the used
protocol, no matter which sensor is being used. And if at the
beginning the server only supported the Microsoft Kinect,
now it currently supports other completely different sensors
like the Leap Motion and Orbotix Sphero. Furthermore, the
applications can use more than one sensor simultaneously
while still using the same protocol (Fig. 1).

3.1.1 Supported sensors

Figure 2: Leap Motion

As mentioned previously, the development of the server started
by providing support to the well-known Microsoft Kinect
sensor. This sensor, apart from the video stream provided
by the included RGB camera, provides a depth map that is
obtained through the use of a IR light emitter and receiver.
This allows software frameworks to be able to detect bod-
ies in the field-of-view and track their skeleton through the
detection of 20 joints. Through the use of a common SDK
(OpenNI/NiTE), the support was expanded to other similar
sensors like the Asus Xtion Pro.

Later, with the release of the Leap Motion, it was inevitable
to add support to this sensor due to its characteristics. Leap
Motion allows a real-time tracking of the hands and pointa-
bles (it may be fingers or other tools like pens) (Fig. 2). The
sensor provides precise values regarding the position and ori-
entation of the hands and pointables, allowing not only the
tracking of these objects but also the detection of gestures
done with them. The main drawback is the limited field of
view, which only allows the detection of hands up to 60cm
from the sensor. However, it brings clear advantages for the
rehabilitation of the hand.

Up to this moment, the Kinteract server was added with the
support to another sensor, the Orbotix Sphero. This device
is mostly well known as being a ”robotic ball”, with nearly
the size of a tennis ball and featuring Bluetooth communi-
cation and being able to be controlled by a mobile device,
but it can also be used as a controller due to the powerful
IMU it has integrated. Therefore, it can also be used as a
motion sensor and may be applied in monitoring some hand
movements like rotation.

3.1.2 Architecture
TheKinteract server was designed using a server-client model,
opening an UDP socket to receive connections from clients
and providing a stream of motion sensor data. Although this
is an unlikely scenario, the server supports several clients at
the same time. Developed in C++, it currently runs onWin-
dows and Linux and the support to the different sensors is
provided through individual shared libraries/DLLs, which
are dynamically loaded on demand. The server is highly
configurable and may easily be adapted to the clients needs.
Apart from normal hand tracking, the server is able to de-
tect common gestures with both 3D motion sensor and Leap
Motion. The server is also able to perform open/closed hand
detection with 3D motion sensor by applying Computer Vi-
sion algorithms implemented using OpenCV, although the
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Figure 3: Measured angles in Chasing Bubbles and
Space Lights

accuracy is still not optimal.

3.2 Client
The client component of this solution is an Android applica-
tion running on Google TV providing a platform for physical
rehabilitation games. The application features a background
service that is in charge of processing the sensor data sent
using the Kinteract protocol. The user can either use Google
TV’s remote control one of the available sensors to navigate
the menus and may play the games as a guest or as a regis-
tered player if an external Personal Health Record is being
used to manage patient profiles and store measurements.
When playing as a guest, there will be no player profile and
the results will not be saved. Several difficulty levels are
available, each one with different combinations of available
time and number of goals, which allow keeping up with the
evolution of the patient and keep challenging him.

3.2.1 Chasing Bubbles
This game is played with the 3D motion sensor (Xtion Pro /
Kinect) and its goal is to reach a specific number of bubbles
(one at a time) that keep appearing on the TV screen in
the shortest amount of time. Depending on the difficulty
level, the bubbles will appear randomly in a specific distance
interval from the center of the screen. The idea is to promote
wide arm movements and monitor the angle between the
torso and the arm and the one between the arm and the
forearm (Fig. 3).

3.2.2 Space Lights
This game is similar to the previous one and also aims at
monitoring the aforementioned angles. The main difference
is that now the game goal is achieved in two steps, since
the user must first pick a light, standing his hand over it
for roughly 1.5 seconds, and drag it into a black hole on a
different position on the screen (Fig. 4). This leads to a
bigger physical effort from the user.

3.2.3 Dragging Apples
Unlike the first two, this third game is played with the Leap
Motion sensor and mainly targets the rehabilitation of the
hand, trying to increase its opening range. With the 3D
motion sensor is not possible to measure this but the Leap
Motion sensor does a great job here. The goal of the game
is to pick an apple standing on a specific position of the
screen by opening the hand by a certain extent, drag the
apple to a basket (still with the hand opened) and drop it
by closing the hand. Leap Motion can provide the radius
of a virtual sphere that fits the curvature of the hand (Fig.

Figure 4: Space Lights game

Figure 5: Leap Motion virtual sphere (source: Leap
Motion Developer Documentation)

5) and this value is used as the main metrics to assess the
patient’s evolution. The difficulty level is also proportional
to the minimum sphere radius needed to open the hand.

4. PERFORMANCE AND RESULTS
Two sets of tests were made with five patients with upper
limb hemiparesis at Centro de Reabilitação Profissional de
Gaia (CRPG) (Gaia’s Professional Rehabilitation Center).
Only the first two games mentioned in 3.2 were tested, since
the third one using Leap Motion was not ready at the time.
From these five participants, only one had some experience
using motion sensors applied to interactive games.

Both sets had three different sessions, each one with differ-
ent difficulty levels. The first set consisted in playing the
Chasing Bubbles game. This game was easily understood
by all participants considering there were no mistakes and
not a single assistance was given in any of the sessions. The
second set (Space Lights) was a bit more difficult to be un-
derstood and played due to its characteristics. 80% of the
users needed assistance with this game.

Despite those difficulties, the efficiency results for each game
were good as well as the overall satisfaction. The game
results are detailed in Table 1 and Table 2 and clearly reveal
the increasing difficulty between the different test sets. It
can be spotted on Table 2 the considerably longer time taken
to pick the object when compared to the time taken to drag
it, due to the extra effort needed to stand the arm for 1.5
seconds.

Regarding user satisfaction, each patient was asked to fill in
a SUS (System Usability Scale) questionnaire at the end of



Chasing Bubbles

1st Test 2nd Test 3rd Test
ANB ATS ANB ATS ANB ATS
42 1.34 32 1.82 13 2.44

Table 1: Efficiency on Chasing Bubbles (ANB - Av-
erage Number of caught Bubbles ; ATS - Average
Time Spent (secs)

Space Lights

1st Test 2nd Test 3rd Test
ANL ATSP ATSD ANL ATSP ATSD ANL ATSP ATSD
8 5.01 2.51 7 4.40 2.87 2 7.81 2.62

Table 2: Efficiency on Space Lights (ANL - Aver-
age Number of dragged Lights; ATSP - Average Time
Spent Picking (secs); ATSD - Average Time Spent
Dragging (secs)

the performed tests and the results are shown on Table 3.

Participant Score (max. 100)
P1 92,5
P2 92,5
P3 75
P4 90
P5 87.5
Average 87.5

Table 3: Usability questionnaire results

5. CONCLUSION AND FUTURE WORK
The presented solution, as a whole, had a good reaction
and feedback from the patients who tested it and, although
there are still no quantitative data regarding the impact of
the use of the solution on the rehabilitation process, there is
now a clear road ahead. One of the issues found is the login
gesture. Due to their condition, patients may have difficul-
ties in making the login gesture (which may be a wave, a
click/push or a hand raise gesture), which is needed to start
the tracking with the 3D motion sensor.

The choice for an Android application running on Google
TV also proved to not be quite practical in terms of deploy-
ment, since there’s the need to have a second device running
the server (the server doesn’t run on Android devices) with
a proper network setup. Therefore, one of foreseen develop-
ments is to implement the client application using the Unity
framework, which will allow building releases for different
platforms (including Android, which runs on Google TV),
and will allow running the client application and the server
in the same device (Windows or Linux).

There are also plans to widen the array of supported sensors,
namely with the inclusion of the Myo sensor, as well as im-
proving gesture recognition and hand tracking algorithms.
There are also plans to include games for the rehabilitation
of the lower limb.

6. ACKNOWLEDGEMENTS
The authors would like to thank CRPG, namely Dra. Cristina
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